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BIOFILM TESTING

IMPORTANT INFORMATION

What is a Biofilm Test and what do the results mean?

The HPC Sampler is a biofilm test that has been procured specifically to draw precise and relevant The HPC Sampler is a biofilm test that has been procured specifically to draw precise and relevant 
results on microbial counts. The test strip is coated in a bacterial food source derived from red 
algae called agar, this allows colonies to form and grow on the slide. An air filter on the strip allows 
exactly 1ml of water to draw into the nutrient pad resulting in precise quantitative results. Each 
colony counted on the test strip will account for 1 CFU/ml and can read up to 300 CFU/ml in which 
anything beyond is an off-scale fail. The Australian Dental Association recommends that water 
used in nonsurgical procedures measure less than or equal to 200 CFU/ml and thus the HPC 
Sampler Test is most suitable for testing dental unit waterlinesSampler Test is most suitable for testing dental unit waterlines.

What steps can I take after receiving a failed Biofilm test?

At Leading Dental, we offer a range of products by ALPRO, designed to control microbial bacteria At Leading Dental, we offer a range of products by ALPRO, designed to control microbial bacteria 
in your dental unit waterlines. Said products are all simple mixtures that can be dosed into your 
dental unit waterlines through the bottle input on the chair. After a poor test reading, a Bilpron 
Starter Kit is essential. The Bilpron Starter Kit is an initial shock treatment designed to flush biofilm 
formations from your dental unit waterlines. Following this starter treatment, you are ready to 
implement a control system to prevent further biofilm growth. Alpron should be dosed into all 
procedural water used in the chair, it is a physiologically harmless liquid concentrate that actively 
decontaminates waterlines applied to. Bilpron is a stronger more aggressive formula which should 
be used once a week when the chair is not being used, either overnight or ideally over the 
weekend, the longer the better. Following the use of Bilpron the chair should be flushed with a full 
bottle cycle of Alpron dosed water. All mentioned products can be purchased at 
store.leadingdental.com.au and sent to your practice with comprehensive instructions or, to start 
you off, conducted by one of our friendly technicians who will be on site to demonstrate and 
guide you. Through the Leading Dental store and resource portal you can reach all the products 
and support needed to implement an effective and efficient biofilm management system 
personalised to fit your practices operations.personalised to fit your practices operations.

What if I don’t have a bottle on my chair?

For Belmont dental chairs that currently don't have a bottle, our service technicians are able to 
install one in swift time and with some flexibility based on your equipment and needs. Contact us 
at leadingdental.com.au or (07) 3139 1549 for more information.
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DIRECTIONS

READING YOUR RESULTS

BIOFILM TESTING

IMPORTANT INFORMATION

Sampler. The size, colour and shape of dots don’t matter, it is the number of colonies that need to 

be recorded. Sometimes a slide can appear clear, but there is a layer of slime over the sampler. 

This would be considered an off scale failed test. To check, run a blunt object over the sampler to 

see if there is any slime on the slide.

Samplers should be read approximately 7 days after performing the 

Sampler test. After this time, count any dots that have appeared on the 

0 - 200 200 - OFF SCALE

PASS FAIL

COLONY COUNT SCALE GUIDE
1 DOT = 1 CFU PER ML
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